MATRIX SPIKE SAMPLE DATA REPORT

GC/MS Volatiles

Client Iot #...: E2F010157 Work Order #...: E2AD81CT-MS Matrix.........: SOLID
MS Lot-Sample #: G2E310257-001 E2AD81.CU-MSD
Date Sampled...: 05/29/02 07:45 Date Received..: 05/31/02 09:10 MS Run #.......: 2156145
Prep Date...... s+ 06/04/02 Analysis Date..: 06/04/02
Prep Batch #...: 2156314 Analysis Time..: 14:59
Dilution Factor: 1 Analyst ID.....: 064667 Instrument ID..: MSD
SAMPLE SPIKE MEASRD PERCNT
PARAMETER AMOUNT AMT AMOUNT UNITS RECVRY RPD METHOD
1,1-Dichlorocethene ND 52.0 66.7 ug/kg 128 SW846 8260B
ND 52.0 64.2 ug/kq 124 3.8 SW846 8260B
Benzene ND 52.0 66.4 °  ug/kyg 128 SW846 8260B
ND 52.0 64.0 ug/kg 123 3.7 SW846 8260B
Trichloroethene ND 52.0 76.9 ug/ke 148 SW846 8260B
Qualifiers: a,MSC
ND 52.0 72.4 ug/kg 139 6.1 SW846 8260B
Qualifiers: a,MSC
Toluene ND 52.0 61.3 ug/keg 118 SW846 8260B
ND 52.0 58.0 ug/kes 112 5.4 SW846 8260B
Chlorobenzene ND 52.0 60.5 ug/ ke 116 SW846 82608
ND 52.0 58.2 ug/key 112 4.0 SW846 8260B
. PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorobenzene 103 (65 - 135)
99 (65 - 135)
1,2-Dichloroethane-d4 130 (60 - 140)
: ‘ 123 (60 - 140)
Toluene-ds 112 (70 - 130)
102 _ (70 ~ 130)
NOTE(S) :

Calculations are performed before rounding w0 avoid round-off errors in calculated results.
Bold print denotes control parameters
Results and reporting limits have been adjusted for dry weight.
.a Spiked analyte recovery is outside stated control limits.
-.MSC The percent recovery of this analyte in the associated laboratory control sample is within control fimits.
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